OBJECTIVE

The objective of this study was to use atomic absorption spectrometry to
determine ppm of lead in seasoning salts produced in Mexico. Chloride in salt
has been known to decrease the lead signal. Using a 5 step temperature program
in graphite furnace atomic absorption with Zeeman background correction and
calibration of ppb lead standards in 1% nitric acid, less than 1 ppm of lead in
seasoning salts was determined in argon gas in one minute. A 2% ammonium
dihydrogen phosphate was found to be a suitable matrix modifier. Nitric acid
digested samples were measured directly or by standard addition method. In
split samples, results compared favorably with a reference lab’s ICP-MS data.

In July 2004, the City of Milwaukee Health Department (MHD) became aware
of lead contamination of certain brands of seasoning salts, also used by children
as candy. The MHD Lead Poisoning Prevention Program under guidance from
the Commissioner of Health and input from the City Attorney, acted in response
to this public health problem. The MHD Public Health Laboratory, with an
environmental and blood lead program, validated a practical and relatively rapid
assay to measure lead in a high salt content matrix. The laboratory’s role
contributed to the removal of suspect items from retail shelves in Milwaukee and
a voluntary national recall of these products.

EXPERIMENTAL

1) Sampling and preparation

Thirteen plastic unopened bottles of seasoning salt, each weighing 25 grams
were collected by the MHD lead inspectors from local grocery stores. Samples
were analyzed in duplicate. Approximately 0.5 g of each seasoning salt was
dissolved in 3 ml deionized water and 2 mL concentrated nitric acid and
heated in a 70°C water bath for 15 minutes. Samples were cooled to room
temperature before 2 mL of 30% suprapure hydrogen peroxide was added
drop wise. Five mL of nitric acid was added and samples were heated in hot
block (Environmental Express) at 106°C for 3 hours. Samples were diluted
with DI water to 50 mL and centrifuged for 10 minutes. An aliquot of
supernatant was then pipetted into the AA’s graphite tube by auto sampler.

2) Matrix Modifier

The matrix modifier consisted of 2% ammonium dihydrogen phosphate
dissolved in 1% nitric acid. It was added to the sample after the sample was

dried in a graphite tube.

3) Instrumentation

The instrument used was a Perkin-Elmer 4100 ZL graphite furnace AA
spectrometer with Zeeman background correction, lead HCL and
transversely-heated graphite tube.

Determination of Lead in Seasoning Salts

Ben Hui and Steve Gradus, City of Milwaukee Health Department Laboratory, 841 North Broadway, Room 201, Milwaukee, WI 53202 USA

Table 1: Graphite Furnace AA
operation parameters

Wavelength (nm): 283.3
Slit width (nm): 0.7
Read time (sec): 5
Injection volume (pL): 12
Matrix volume (pL): 12

Signal measurement: Peak area

Furnace Conditions Sequence

Step Temp Ramp Hold Internal Read StepAction and Parameters

(°C) time(s) time(s) flow step

A Pipet sample/standard

1 110 1 15 250 B Run furnace step 1 to 2

2 170 5 20 250 C Pipet modifier

3 750 1 15 250 D Run furnace step 1 to end
4 1700 0 5 0 X

5 2300 1 2 250

Injection temperature: 85°C

Figure 2a
Standard Addition Method of 5.0 ppb Lead in 1% NaCl
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RESULIS and DISCUSSION

1) Effect of Chloride

In a 1% NaCl solution, the lead signal for a 10 ppb standard was decreased
by 30% in the absence of ammonia dihydrogen phosphate. The analytical
peak was asymmetrical and background peak was split into 2. (See Figure 1)

Figure 1 Sample ID: 1g NaCl + 10 ppb Pb
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9) Effect of Matrix Modifier

Effect of 2% ammonium dihydrogen phosphate matrix modifier
in the presence of 0.5% NaCl:

Prepared lead conc.  Measured lead conc. % of meas/prep

20.0 ppb 20.4 ppb 102
30.0 29.0 97
40.0 36.7 92

3) Direct Measurement vs. Standard
Addition Method (see Figures 2a and 2b)

Sample  Direct Measure Std Add. Method Direct/SAM
a) 5.0 ppb 5.5 ppb 5.2 ppb 106%
b) #4018  12.0 ppb 15.0 ppb 80%

Figure 2b: Direct measurement of sample #4018
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Table 2
Sample® Avg GFAA¥, ppb ICP-MST, ppb Cal.Conc™", ppm

* About 0.5 g sample diluted with water to 50.0 mL after digestion
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4) QA/QC Reference Samples

Sample Measured lead conc. % Recovery
Bone meal 9.7 ppb 101
(SRM 1486)

1

O 0 I O\ N oW W

e S g S w—Y
W N = O

> 30 055 ; Average % RSD for duplicates: 4.7
5.5 0.53
5.5 0.54 T Split .sample.s were measured b}{ University of Wisconsin —
5.3 0.50 Madison Soil and Plant Analysis Lab
5.3 0.51 o Caiiulated lezgdsc;ncentration in samples.
verage: O. m
199 H L5 Minimu%n: 0.39 ggm
4.2 0.41 Maximum: 1.05 ppm
4.8 0.46
4.0 0.39 FDA recommends maximum lead levels in candy not exceed 0.5
8.1 8.0 0.79 mg/kg (ppm). FDA proposes to lower the lead limit guidance to
8.1 0.80 0.1 ppm in candy.
4.4 0.42
7.5 0.73

CONCLUSION

Less than 1 ppm lead determination by the GFAA method presented here offers:

1)

Direct measurement in 1 minute.

2) Calibration standards in 1% nitric acid without matching chloride concentration of the samples.

3) No need to use a mixture carrier gas such as argon and hydrogen
4) A 2% ammonium dihydrogen phosphate solution was sufficient as a matrix modifier.
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